Technicalities of endoscopic biopsy.
Despite the wealth of biopsy forceps currently available, it is obvious that there are sufficient drawbacks and shortcomings to reconsider the overall design of the endoscopic biopsy depth, the short lifespan of reusable forceps, damage to the working channel, excessive time consumption, cleaning and disinfection difficulties, etc. Improvements should be possible that approach the same degree of sophistication as is currently available in endoscopic equipment. Fully-automated, repetitive, quickly targeted biopsy sampling should be possible, but it will require the utmost technical ingenuity and expertise to achieve.